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Zero electrical power pump for portable high-
performance liquid chromatography
Stelios Chatzimichail,a Duncan Casey b,c and Ali Salehi-Reyhani *a,c
A major trend in analytical chemistry is the miniaturization of laboratory instrumentation. We report a
pump requiring no power to operate based on the controlled expansion of a pre-pressurised gas for use
in portable applications of high-performance liquid chromatography. The performance of the gas pump
is characterised and integrated into a compact liquid chromatography system capable of isocratic separ-
ations integrating an LED-based UV-absorption detector. The system weighed 6.7 kg when the mobile
phase reservoir was fully charged with 150 mL solvent and included an on-board computer to control the
system and analyse data. We characterise the ﬂow-rate through chromatography columns with a variety
of geometries and packing materials for a range of pressures up to 150 bar. The maximum variation in
ﬂow rate was measured to be 6.5 nL min−1, limited by the resolution of the ﬂow detector. All tests were
made on battery power and results are a mixture of those made in the laboratory and in the ﬁeld.
Additionally, we performed a series of 1 m drop tests on the device and show the system’s high tolerance
to mechanical shocks during operation in the ﬁeld.
Introduction
High performance liquid chromatography (HPLC) is a gold
standard analytical technique crucial to many industries
worldwide in its ability to separate and identify chemicals in a
complex mixture. LC systems that are portable are becoming
increasingly attractive in their ability to perform measure-
ments at the point of sampling. This has potential in field-
based applications relating to water and food security;
however, conventional LC systems are not suited to point-of-
sampling analyses primarily due to their size and lack of
robustness outside controlled laboratory conditions.
Furthermore, there are significant pressures to minimising the
cost of implementing field-based solutions in resource-poor
settings. There are four core components of any LC system – 1,
an eluent pump to drive the sample and mobile phase; 2, an
injector assembly to introduce the crude sample onto the sep-
aration phase; 3, a column which separates analytes within the
sample; and 4, a detector to record and ideally quantify the
sample’s individual components as they leave the column. In
this work, we focus on the development of a pump system that
enables miniaturization of the overall platform.
The pursuit of field-based chemical analysis has a long
history and is exemplified by early attempts to develop portable
chromatography systems. The OB-4 chromatograph reported by
Baram et al. in 1983 had dimensions of 70 cm × 30 cm × 50 cm
(width × depth × height) and weighed 42 kg.1 In a follow-up
report in 1996, they used an iteration of their field chromato-
graph that weighed 14 kg.2 Similar eﬀorts were reported by
Tulchinsky and St Angelo in 1998 with the a battery-operated
portable which weighed 9.5 kg, not including the requisite
solvent reservoirs or computer for acquisitions.3 In a similar
vein, conventional HPLC systems have been installed in mobile
vehicle-based laboratories in order to move the point of testing
closer to the site of sampling. Each of these approaches has
major limitations and has typically added to rather than reduced
the complexity of the system in order to provide electrical power
and improve the instruments’ robustness to shocks in the field.
Demonstrations of miniaturized LC of varying capability have
been made over the last few years and represent a step-change in
size and capability of portable solutions. Ishida et al. presented a
compact electroosmotic pumping system used in conjunction
with a microfluidic chip based column and electrochemical
detector.4 The system was not able to achieve high pressure and
fell short of LC pressures (0.75 MPa) restricting the choice of
chromatographic columns and resulting in long analysis times,
even for exemplar separations. Importantly it was the first demon-
stration of a completely integrated system incorporating a micro-
fluidic chip being lightweight with an overall weight of 2 kg, not
including the requisite computer system. Gu et al. have reported
an electroosmotic pump capable of generating pressures exceed-
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ing 1200 bar (120 MPa) that show incredible potential in support-
ing miniaturised LC.5,6 However, electroosmotic pumps require
high-voltages which necessitate bulky external power supplies,
currently defeating the portability aﬀorded by a microfluidic LC.
Sharma et al. have characterized isocratic and gradient-based
systems incorporating a compact nano-flow pump in a setup with
potential for portability that could generate pressures in excess
of 50 MPa. They demonstrated the reverse-phase isocratic separ-
ation of a series of alkyl benzenes and gradient separation of a
three-component mixture of pesticides.7,8 The detector was
initially lamp based which limited the potential for miniaturiza-
tion; however, in a follow up report, an UV-LED based absorp-
tion detector was built and helped achieve sub-parts-per-million
detection limits for adenosine-5′-monophosphate (AMP), a
monomer in the production of RNA.9 UV-LEDs have been an
enabling technology for miniaturised LC, with emissions as far
down as 235 nm having been reported alongside methods to
adequately stabilise their emission.10 Commercial systems
based on the works cited here have been developed.
In general, however, groups seeking to miniaturize LC
systems have done so by shrinking the size of conventional
components. This introduces increased cost and complexity in
manufacturing and has potential impacts upon reliability and
consistency. The growing need for field-based or point-of-care
measurements is best supported by miniaturized systems that
not only maintain or exceed the typical performance of their
lab-based counterparts but to do so in an aﬀordable and there-
fore accessible manner. In this paper we report important steps
toward achieving portable, high-performance and aﬀordable LC
through an approach to miniaturization of the high-pressure
pump. Examples of low-pressure pneumatic pumping (up to
approx. 6 bar) have been previously reported in open tubular
ion chromatography systems; however, field-portable instru-
ments have yet to be reported.11 The pumping mechanism
exploits the latent potential energy of a pressurized gas and so
has no electrical power requirements, making it highly amen-
able in supporting field-portable LC. We demonstrate that
solvent may be driven through commercial narrow-bore LC
columns by exploiting the controlled expansion of a pre-pressur-
ized gas. Incorporating a gas “pump”, we have engineered an
isocratic UV-absorption HPLC system the size of a small brief-
case (Fig. 1). It is a stand-alone system, requiring only modest
battery (6.5 Ah) power to support all on-board flow rate and
pressure sensors, an absorption detector and computing unit
with all necessary solvents being stored on-board. In this report,
we characterize the pressure-flow behaviour of the device, its
separation capability and demonstrate its resistance to mechan-
ical shocks. All results are presented from data acquired on the
device free from mains power, predominantly in the field.
Experimental
Reagents
Analytical or HPLC grade solvents and chemicals were used as
part of this work. Ultra-pure water was generated on-site (18.2
MΩ; Milli-Q system, Millipore). Isopropanol, L-tryptophan
(≥98%) and L-tyrosine (≥98%) were purchased from Sigma-
Aldrich. The mobile phase was 50 : 50 (v/v) acetonitrile and
water with 0.01% formic acid. Stock solutions of the amino
acids were stored in the dark at 4 °C for a maximum of 7 days.
Instrumentation
The miniaturised LC system incorporates componentry to
achieve high-performance liquid chromatography – (1) a pump
and injector assembly, (2) a separation column, and (3) a flow
cell and detector (Fig. 1). The system has a form factor of
330 mm (width) × 290 mm (depth) × 140 mm (height) and
weighs 6.7 kg when fully charged with solvent, including all
requisite computer systems and battery modules. The system
and its connections are schematically depicted in Fig. 1A.
Pump. The pressurised gas source was a nitrogen (oxygen-free)
cylinder (BOC, UK) with a maximum fill pressure of 230 bar.
This was used to fill a high pressure (3000 psi) 426 mL air tank
(Tippmann; BZ Paintball Supplies, UK). The tank was con-
nected via flexible tubing to a ball-valve assembly which
allowed head pressure to be vented to atmosphere or trans-
mitted through to the 150 mL mobile phase reservoir
(Swagelok, UK). The connections to and upstream of the
mobile phase reservoir were a combination of pipe fittings
(Swagelok, UK) and stainless-steel tubing (Swagelok, UK).
Downstream of the reservoir PEEK tubing and zero dead
volume fittings were used to connect components. In the
system reported here, the solvent reservoir is in direct contact
with the gas pressurising the system head. This may preclude
Fig. 1 Portable high-performance liquid chromatography. (A) The
schematic shows the key system components and their connectivity.
The components are depicted for clarity and are not intended to dictate
an orientation of operation. (B) Photograph of the ‘chromatography in a
suitcase’ system running separations in the ﬁeld.
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the use of certain combinations of gas and mobile phase
owing to outgassing as the pressure drops through the system.
This is problematic for the post-column detector where the
passage of evolving gas bubbles alters the level of light absorp-
tion. Techniques such as enhanced-fluidity LC involves the
addition of liquefied CO2 to conventional liquid mobile
phases and has been shown to provide enhanced diﬀusivity,
faster solute mass transfer, and reduced system
backpressure.12,13 We have not, as yet, explored how this eﬀect
might be exploited using our system. We have found the low
solubility of nitrogen permits the driving of mobile phase
without necessitating a physical barrier or membrane to
isolate the phases. To monitor the pressure in the system head
up to a pressure of 400 bar a pressure transducer was fitted
(Swagelok, UK) and connected to a tablet form-factor PC
(Microsoft, UK) via an analog-to-digital converter (USB 6210,
National Instruments; USA). Battery operation typically allows
for operation times of 13 hours. The most significant limiting
factor in the battery lifetime was the tablet computer employed
to run laboratory development software. This could be
extended significantly with the adoption of low-power single-
board microprocessor systems. Injector. A 6-port injector with
a 2 µL internal sample injection loop (Rheodyne 7725; IDEX
Corporation, USA) was used to inject samples into the flow
line. A guard column was fitted immediately downstream of
the injector. Chromatography. Isocratic separations of the
amino acids were performed using a range of reverse-phase
C18 packed capillary, packed standard and monolith columns
(length × inner diameter, packing): 30 mm × 150 µm, 3 µm
(Agela, China); 70 mm × 150 µm, 5 µm (Agela, China); 80 mm
× 150 µm, 5 µm (Agela, China); 150 mm × 1.0 mm, 5 µm
(Sigma, UK); and 150 mm × 100 µm, monolith (Chromolith;
Merck, UK). Detector. Analytes were detected based on their
UV-absorption. The light source was a commercially available
275 nm UV-LED (UVTOP275; Ocean Optics, UK) fibre-coupled
to a z-type flow cell with a 2 µL internal volume and 10 mm
path length (Ocean Optics, UK). A miniaturised spectrometer
(USB2000; Ocean Optics, UK) was fibre-coupled to the output
of the flow-cell and used as the detector, which allowed for
spectral discrimination without the need for additional filters.
Electronics & Data acquisition. Data was acquired using
custom-written code in LabView. Absorption was calculated by
log10(I0/I) where I and I0 are the intensity of light transmitted
through the sample and the initial light intensity measured at
the baseline, respectively. For each run, system head pressure
and mobile phase flow rate was recorded with each chromato-
gram. The spectrometer recorded at 10 Hz and the data were
sample-averaged every 1 s.
Results and discussion
Pump performance
One of the working principles in HPLC is the predictability of
solvent flow rate through the system in order to achieve charac-
teristic analyte retention times. If the profile of how flow rate
changes as a function of time is known, it is possible in a sim-
plified isocratic system to computationally compensate for this
by post-processing chromatograms. Of course, achieving
precise flow rates from the outset is desirable. In our system,
solvent is driven through microfluidic tubing by the controlled
expansion of a pressurised gas. In order to test the gas pump’s
performance, we attached the system to a lab-based industrial
gas cylinder (Nitrogen (Oxygen free), 9.3 m3 tank volume, BOC
UK) which allowed us to pressurise the head of the system in a
facile manner without the need to detach and fill gas car-
tridges for each desired pressure; it also allowed us to measure
the response of the flow rate to controlled jumps in pressure.
In determining the capability of the pump, the flow rate of
solvent through a range of packed capillary columns in
addition to a monolith column was measured (Fig. 2A).
Despite their advantages for portable systems capillary
columns have not been adopted to any significant degree.
Here we exploit their features of small size, high eﬃciency and
low solvent consumption by incorporating them into the porta-
ble LC system. The system head was pressurised to a desired
pressure between 0 and 150 bar and isolated from the cylinder
using a valve. The 6-port injector valve was subsequently set to
connect the pump via the sample loop to the downstream flui-
dics, and the mobile phase under pressure in the fluid reser-
voir flowed through the column. The gas pressure in the
system head and fluid flow rates through the columns were
monitored for a minimum duration of 100 s (typically 300 s)
before testing subsequent pressures. A linear increase in flow
rate as a function of increasing cylinder pressure was observed
spanning ∼50 nL min−1 to ∼1 μL min−1, dependent on the
column’s geometry and packing type. In the present device,
the pressure is directly controlled and, as expected, an increase
in pressure leads to a higher flow rate for all the columns
tested (Fig. 2A). Predictably, the lowest flow rates were
measured for the columns with the highest back pressures.
The operational range of flow rates is limited by the back
pressure of the system, predominantly dictated by the dimen-
sions of the column. By employing wider bore (>2 mm ID
columns), flow rates approaching the mL min−1 range may be
achieved. A caveat being the significantly higher consumption
of solvent, which can be an issue for portable LC.
We then tested the response of solvent flow rate in the
system to both positive and negative jumps in pressure
(Fig. 2B). To achieve an increase in pressure, the cylinder valve
was opened and the cylinder regulator pressure increased until
the desired pressure was indicated by the digital pressure
transducer, not the regulator. To decrease pressure, a vent
valve was opened briefly, and the flow rate was equally as
responsive to drops in pressure. Pressure jumps were achieved
by operating manual valves and regulator and were completed
in under 5 s. The response in change of flow rate to changes in
pressure was immediate (<1 s; Fig. 2C) and expected by
Pascal’s principle of transmission of fluid-pressure. It is antici-
pated that the use of digital or electronically operated valves
would reduce the time to complete jumps in pressure, if
necessary.
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A drawback in employing syringe pumps to drive a mobile
phase is their pulsatile behaviour at low flow rates and the
time required for flow to stabilise. Due to the reciprocal
switching behaviour of the driving pistons in a typical com-
mercial HPLC pump, pulsatile flow can develop in the flow
rate of the mobile phase. This leads to synchronous baseline
fluctuations which can limit the sensitivity of the system.
Pulse dampeners are almost universally employed to smooth
the pressure-flow profile yet are unable to fully flatten them.
We calculated the variation in mobile phase flow rate about
the mean for a range of gas pressures up to 150 bar (Fig. 2D).
To determine the baseline variation of the pressure transducer
and flow sensor, the variation of flow rate about the mean was
calculated when the system head was not pressurised i.e. at 0
bar. The peak to peak variation in flow rate was invariant over
the pressure range tested. Since we do not measure variations in
flow rate above the instrument noise floor even at the highest
measured flow rates, we expect the flow rate fluctuation to be
well below the absolute peak to peak variation of 6.5 nL min−1.
We therefore concluded that we did not observe pulsatile flow
in the gas-pumped system and the measured variation in
pressure and mobile phase flow rate was limited by the resolu-
tion of the pressure transducer and flow rate sensor. For the
maximum measured flow rates, the flow precision was ≤0.2%
RSD. This compares favourably to current market solutions for
research-grade reciprocating pumps, particularly given the low
cost and amenability of a gas pump to portable LC.
Chromatographic separations
Although, amino acid analysis is considered to be the gold
standard for quantitative peptide and protein analysis, alterna-
tive methods are often chosen due to their relatively lower
cost, complexity and assay time. Such analyses tend to be per-
formed using colorimetric methods in routine biochemistry or
nitrogen determination in food analysis.14,15 For the latter, the
Chinese milk scandal of 2008 revealed the vulnerability of
standard methods to verify the protein content in milk-based
infant formulas based on their inability to discriminate
protein from other nitrogen-rich chemicals, or
adulterants.16–18 Comprehensive amino acid analysis is necess-
ary in a wide range of biologically facing research but it can be
challenging to achieve suﬃcient sensitivity and selectivity
without chemical derivatisation steps.19–21 Reports of derivati-
sation-free methods have been made22,23 and so the portable
system reported here has potential in widening access to LC-
based protein quantification methodologies.
The system’s ability to perform chromatographic separ-
ations was tested. The reverse-phase separation of a two-com-
ponent mixture of the aromatic amino acids tryptophan and
tyrosine was performed (Fig. 3A) owing to their favourable
absorption at 275 nm, the peak wavelength of the UV-LED which
serves as the light source in the UV-absorption detector. These
results were measured in a stand-alone fashion whereby the LC
system was operated on battery power (6.5 Ah) and the gas
pump is supported by a gas cartridge (426 mL fill volume). The
gas cartridge was pre-pressurised with nitrogen gas to 100 bar.
Fig. 2 Pump performance. (A) The mobile phase ﬂow rate is measured
through a set of capillary columns over a range of system pressures, up
to 150 bar. Figure legend speciﬁes the column length, inner diameter
and packing type; each column was packed with reverse-phase silica.
The error bars lie within the points. (B) An exemplar time-resolved trace
of mobile phase ﬂow rate for a series of pressure jumps. (C) Two
zoomed in time-resolved trace of a pressure jump where the black
arrowheads labelled (i) and (ii) in (B) denote the start of each trace. The
change in ﬂow rate tracks the change in system pressure. (D) The vari-
ation in ﬂow rate is plotted for a range of system pressures. The
maximum peak to peak variation is 6.5 nL min−1 and invariant over the
pressure range tested.
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The retention times of the analytes were 95.3 ± 0.4 s for
tyrosine (n = 3) and 172.9 ± 1.1 s for tryptophan (n = 3). Using
the half-peak height method, the column (100 mm) generated
1407 and 1819 theoretical plates for tyrosine and tryptophan,
respectively; the peak symmetry factor was found to be 1.87
and 1.31 for tyrosine and tryptophan, respectively. To deter-
mine the limit of detection (LOD) of the system the baseline
variation was measured (n = 4) to be 3.96 × 10−4 AU by flowing
mobile phase only (Fig. 3B). The signal to noise ratio (SNR)
can be defined as S/σN, where S is the peak intensity and σN is
the standard deviation of the baseline signal; the SNR of
50 µM tyrosine and tryptophan was 1340 and 4100, respect-
ively. A concentration series was established by injecting
known concentrations of tryptophan ranging from 2.4 µM to
49.0 µM (Fig. 3C). Defined as 3.3σN/s, where s is the slope of
the calibration curve, the LOD of tryptophan of 24.1 nM, or
<25 ppb.
Pyrimethanil and thiabendazole are fungicidal pesticides
which are applied post-harvest to fruits in order to limit spoi-
lage and increase their shelf-life. Exposure to pesticides is a
health concern, therefore, maximum residue levels are set in
order to ensure safe and appropriate agricultural practice.
Where in use, too little pesticide may lead to resistance in
fungal strains thereby limiting their eﬃcacy. Administration of
the correct dosage, then, is essential and by extension so are
accurate and reliable methods to monitor their levels. There
are approximately 300 million central laboratory HPLC tests
performed globally per year for the food safety sector. In the
case of perishable foodstuﬀs where there may be a limited
time window for testing, field tests are one approach to widen-
ing the scope of these tests in monitoring the amount of pesti-
cides entering the supply chain. A separation of a mix of
1.4 mM pyrimethanil and 1.06 mM thiabendazole was per-
formed (Fig. 3D). It is evident that the pesticides are being
detected and separated, although with the conditions used
here to a resolution short of the baseline. The retention times
of the analytes were 381.3 ± 4.2 s for thiabendazole (n = 3) and
482.3 ± 5.6 s for pyrimethanil (n = 3).
Longevity of pump
During the course of a chromatographic run the pre-pres-
surised gas expands into the mobile phase reservoir in order
to drive fluid through the system. As it does so the pressure in
the gas reservoir and system head will reduce. A drop in
pressure will in turn lead to a commensurate drop in mobile-
phase flow rate from run to run. Whether the degree to which
this occurs is significant will be in part dictated by the ratio of
the volume of the gas cartridge (Vcartridge) and system head
(Vhead) to the volume of mobile phase required for each run
(Vrun); this is determined by the volume of the downstream
fluidics, the mobile phase flow rate and the separation time
required. In the embodiment in Fig. 1, the volume of the flui-
dics downstream of the solvent reservoir is 39.3 μL (300 μm ID
tubing) in addition to the full volume of the column; this
ranged from 0.4 μL (ID 100 μm, length 50 mm) to 78.5 μL (ID
1 mm, length 100 mm). The volume of the gas cartridge of
426 mL and the system head is 24.8 mL. For the separations in
Fig. 3A, it is estimated that a 300 s separation time will require
approximately 350 ± 5 µL for the steel column employed of
dimensions ID 1 mm and length 100 mm (flow rate 70 ± 1 µL
Fig. 3 Separations are performed on the system using the pressurised-
gas pump. (A) A mix of the amino acids tryptophan and tyrosine are sep-
arated and identiﬁed using a UV-LED absorption detector arrangement.
The mix trace is vertically shifted for clarity. (B) The baseline noise of the
detector is shown. (C) A concentration series is established plotting peak
heights for tryptophan spanning 2.4 µM (4.8 pmol) to 49.0 µM (98
pmol). The error bars lie within the points. (D) A mix of the pesticides (i)
thiabendazole and (ii) pyrimethanil are separated.
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min−1). In this case the ratio of Vrun : (Vcartridge + Vhead) is 7.76 ×
10−4. Therefore, such a small ratio ensures a minimal drop in
pressure per chromatographic run.
This ratio is helpful to understand the number of runs for
which the pumping strategy presented here could support
before cumulative drops in pressure preclude the analytical
goals of a chromatographic separation. How such constraints
manifest will be application specific; however, for our pur-
poses here it is helpful ascertain a ballpark estimate of when
this might occur. For example, this might be governed by the
absolute change in retention time for specific peaks or
perhaps a time limit necessary to complete a chromatographic
run. One might arbitrarily impose a constraint that the gas
pressure must not drop below 90% of the initial fill-pressure.
In this case, one may predict approximately 128 (1 mm ID
column) to 13 870 (100 μm ID column) supported chromato-
graphic runs for the system described above dependent on the
column employed. These estimates are promising for field-
based applications. As is typical for lab-based HPLC, employ-
ing 4.6 mm ID columns, for instance, flow rates on the order
of 1.0 mL min−1 may be achieved due to lower back pressures;
however, the solvent required per run results in much fewer
supported chromatographic runs, approximately only 10–20.
In terms of longevity, this suggests that the gas pump as
reported is better suited to driving solvent through capillary
column-based systems. The number of runs over which the
pump may be considered useful in the example of the capillary
column greatly exceeds the number of runs over which a
typical column itself is generally considered to withstand.
To control flow, the system head may be isolated from the
downstream fluidics by closing a ball valve. Flow through the
system can be fully halted by operating a valve downstream to
the column but, to prevent inadvertent damage to optical com-
ponents, is placed upstream of the flow cell.
Mechanical stability
Due to the environment in which it will inevitably operate, a
requirement of a portable LC platform is to be more mechani-
cally stable than its lab-based counterpart. In our portable LC
system incorporating a gas pump, curiously, the only moving
components are the injector assembly and the mobile phase
itself flowing through the fluidics. It is reasonable to expect
that this may confer a good measure of mechanical stability to
the device overall and result in a relatively low susceptibility to
vibrations or physical impacts. We tested this by performing a
series of 1 m vertical drop tests during operation (Fig. 4). The
baseline noise after the impact was insignificantly diﬀerent to
that prior to impact suggesting that the drops had minimal or
no eﬀect on its operation. No published results of mechanical
stability or impact analysis on HPLC systems are available and
so no comparative assessment of our system is possible.
Instrument manufacturers are known to conduct packaging
testing to simulate mechanical shocks when being shipped,
during which the instruments are not under operation.
Conclusions
A major obstacle to miniaturisation of LC is the pump due to
the onerous and simultaneous requirements for it to be small-
form factor, achieve high-pressure and support stable flow –
and achieve this in very challenging environments outside of a
lab. We have shown how the controlled expansion of a pre-
pressurised gas may be utilised to perform the role of a pump
in a high-performance liquid chromatography system. This
work characterises the pressure-flow characteristics of a
mobile phase driven by the gas pump and demonstrates its
use in a miniaturised, lightweight, portable LC system per-
forming reverse-phase separations in the field. In addition to
satisfying the requirements above, exploiting the latent energy
of a pre-pressurized gas has the major advantage of not requir-
ing power to operate; thereby significantly reducing the
requirements of the battery. This in turn can lead to a much
smaller class of fully integrated devices. Given the cost of a gas
pump is considerably cheaper than conventional pumps, we
expect this work to be of interest to those seeking to support
or develop field-based applications that are also cost-sensitive.
The isocratic separation and detection of analytes is
expected to be useful in a number of applications demon-
strated here without compromising system performance.
Although this work has demonstrated the feasibility of the
platform, several key engineering challenges remain. For
instance, developing the system to be capable of gradient-
based separations would help to broaden the range of appli-
cations, particularly to ones involving more complex mixtures.
Of course, the operating environment is a very important con-
sideration in portable LC applications and there should ideally
be componentry to either control the internal environment of
the instrument or active compensation mechanisms to vary
pressure and/or flow rate. Given the low power requirements of
our system it is possible to accommodate on-column or
solvent reservoir heating elements to improve the system’s resi-
lience to environmental factors. We predict that the microflui-
Fig. 4 Mechanical stability of the device is tested by repeated 1 m drop
tests. Traces (n = 3) show the baseline absorbance before and after
impact. The grey vertical bar indicates the approximate time at which
the device is released and impacts the ﬂoor. No change in baseline
absorbance mean or variance is observed as a result of the drop tests.
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dic volumes of the separation system would help in ensuring a
good thermal response to such control mechanisms.
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